Bluebonnet Labs Certificate of Analysis
2567 Valley View Ln, Dallas, TX 75234, United States | TX Registration #: TL2020031

DEA #: RP0607436 | ISO/IEC 17025:2017 Certificate #: 6400.01

Sample Kanty Bosm

Lab ID: BBL_10475 Matrix: Topical
Company: Reset ECS Lot ID: 1005
Phone: Received: 13 Jul, 2026
Address:

Email: Barry@resetecs.com Collection Date: 10 Jul, 2026

COA Expiration Date: 14 Jul, 2027

Lab Notes: Results reported for sample as received. THCP, HHCP, HHCO, D8-iso-THC, D8-THCV and D10-THC are not A2LA accredited.

MIB - Microbial Testing Analysis

Analyzed 13 Jul, 2026 | Instrument PCR/ Plating | Method TM-109

Analyses Executed:

Reported:

License Number :
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Sample Photography

Analyte (CI)-ILTJ}IQ) cR:(;sul;g Flag

Salmonella SPP Neg

Total Yeast & Mold <10

Aspergillus fumigatus Neg

Aspergillus flavus Neg

Aspergillus niger Neg

Aspergillus terreus Neg

Shiga toxin-producing Escherichia Coli Neg

Total Aerobic Count <10

BTGN Neg

MTO - Mycotoxin Testing Analysis
Analyzed 28 Jul, 2026 | Instrument LCMS-MS | Method Subcontracted

Analyte LOD (ppb) LOQ (ppb) Result ug/kg (ppb) Flag Limit ug/kg
Mycotoxin B1 0.000 0.010 N D
Mycotoxin B2 0.010 0.030 N D
Mycotoxin G1 0.010 0.020 N D
Mycotoxin G2 0.010 0.040 N D
Ochratoxin A 0.020 0.060 N D

Total Mycotoxins

NR Not Reportable
ND Not Detected

N/A Not Applicable \\\n|HI,I

NT Not Tested =N \/ 7.,

LOD Limit of Detection ¢\§///;i

LOQ Limit of Quantification ilaezm
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>ULOL Above upper limit of linearity f,/////—\\\\\? ACCREDITED
CFU/g Colony Forming Units per 1 gram il W CERT#6400.01

TNTC Too Numerous to Count
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Laboratory Director
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PES - Pesticides Screening Analysis

Analyzed 13 Jul, 2026 | Instrument LCMS-MS | Method Subcontracted

Analytes LOD (ppb) LOQ (ppb) Result ug/g Flag Limit ug/g

Abamectin 0.110 0.330 N D

Acequinocyl 0.110 0.320 N D

Aldicarb 0.020 0.050 N D

Bifenazate 0.010 0.030 N D

Boscalid 0.060 0.170 N D

Carbaryl 0.010 0.040 N D

Chlorantraniliprole 0.010 0.030 N D

Clofentezine 0.010 0.040 N D

Cyfluthrin 2.320 7.020 N D

Daminozide 0.550 1.650 N D

Dimethoate 0.010 0.020 N D

Ethoprophos 0.020 0.050 N D

Etoxazole 0.010 0.020 N D

Fenoxycarb 0.020 0.060 N D

Fipronil 0.010 0.040 N D

Flonicamid 0.010 0.030 N D

Imazalil 0.060 0.170 N D

Kresoxim-methyl 0.020 0.050 N D

Metalaxy! 0.010 0.020 N D

Methomyl 0.020 0.050 N D

Myclobutanil 1.190 3.610 N D

Oxamyl 0.020 0.050 N D
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ND Not Detected Authorized Signature
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Bluebonnet Labs | 2567 Valley View Ln, Dallas, TX 75234, United States | 214.903.4405 | ISO/IEC 17025:2017
*This report shall not be reproduced except in full, without the written approval of the lab. This report is for informational purposes only and should not be used to diagnose, treat or
prevent any disease. Results are only for samples and batches indicated. Results are reported on an "as received" basis, unless indicated otherwise.
All required LQC (Laboratory Quality Control) samples were included in the performance of these analyses and met the acceptance criteria for ISO/IEC Regulations.
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Analytes LOD (ppb) LOQ (ppb) Result ug/g Flag Limit ug/g
Permethrin 0.080 0.260 N D
Phosmet 0.010 0.030 N D
Piperonyl butoxide 0.010 0.040 N D
Prallethrin 0.100 0.300 N D
Propiconazole 0.070 0.220 N D
Propoxur 0.010 0.030 N D
Pyrethrin-| 0.020 0.060 N D
Pyridaben 0.010 0.020 N D
Spinetoram 0.230 0.690 N D
Spinosyn A 0.010 0.020 N D
Spinosyn D 0.000 0.010 N D
Spiromesifen 0.050 0.140 N D
Spirotetramat 0.010 0.030 N D
Spiroxamine 0.010 0.030 N D
Tebuconazole 0.010 0.030 N D
Thiachloprid 0.010 0.030 N D
Methyl parathion 0.050 0.140 N D
Thiamethoxam 0.010 0.040 N D
Diazinon 0.010 0.040 N D
Chlordane 0.740 2.250 N D
Trifloxystrobin 0.010 0.030 N D
Chlorfenapyr 0.830 2.530 N D
Pentachloronitrobenzene 0.060 0.170 N D
Chlormequat Chloride 2.050 4.530 N D
Azadirachtin 0.250 0.850 N D
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ND Not Detected

N/A Not Applicable
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RES - Residual Solvent Analysis

Analyzed 13 Jul, 2026 | Instrument HS-GC/MS | Method TM-106

Analyte LOD (ppm) LOQ (ppm) Result (ppm) Flag Limit ug/g
Propane 0.470 1.410 N D
Butane 0.200 0.610 N D
Methanol 0.070 0.230 N D
Ethylene Oxide 0.010 0.040 N D
Pentane 0.130 0.410 N D
Ethanol 0.130 0.380 N D
Ethyl ether 0.020 0.070 N D
Acetone 0.060 0.180 N D
Isopropyl alcohol 0.030 0.090 N D
Acetonitrile 0.020 0.060 N D
Methylene chloride 0.010 0.020 N D
Hexane 0.030 0.080 N D
Ethyl acetate 0.030 0.080 N D
Chloroform 0.010 0.030 N D
Benzene 0.010 0.030 N D
1 2-Dichloroethane 0.010 0.030 N D
Heptane 0.020 0.060 N D
Trichloroethene 0.010 0.030 N D
Toluene 0.010 0.020 N D
Isobutane 3.900 11.820 N D
Ethyl benzene 1.700 5.160 N D
m p-Xylenes 0.010 0.030 N D
0-Xylene 0.010 0.020 N D
1,1-Dichloroethene 0.010 0.030 N D
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